chromatography from Infotronics, the int< 

Ten years of experience coupled with st 
circuitry provide added flexibility, unque< 
bility and additional features not found in 
priced integrator. 

Push-button operational simplicity allows < 


CBS'- 204 



IN ff GRA It 


medium- priced 
digital integrator 


in any of these conditions without compromising the 
analysis integrity: Automatic Baseline Drift Corrector, 
Slope Sensitivity, Noise Rejection, Filtering, Minimum 
Peak Area, Minimum Peak Width, and Recorder Attenua- 
tion. All additional controls are available through the 
“flip down” front access panel. 

CRS-204: the most integrator for the money. 
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mwm 


Range: 0 to 2.0 V 
Linear Dynamic 

Range: greater than 10 6 

Impedance: greater than 10 megohms differential 
Selection: PUSH-BUTTON select any one of four 
sources (simultaneous selection 
of output recorder). Provision for 


Mode Control: PUSH-BUTTON SELECTED; Reset, 

Time to Auto*— 0 to 99 time units 
delay before automatic run. 

Time to Reset* — 0 to 900 time 
units to end of run. 

(Ideal for recycling automatic 
chromatographs.) 
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I am interested in learning more about your 

□ CRS-208 Digital Integrator 

□ CRS-204 Digital Integrator 

□ Please have your sales engineer call to set up a demonstration 

□ Send a quotation specifying price, delivery and options on 
the following integrator(s) 

□ CRS-208 □ CRS-204 

Our institution plans to acquire a digital integrator within 
□ 60 days □ 120 days □ 1 year 

Please bring me up-to-date on the following products: 


□ Automatic Integrators for Gas Chromatography 

□ Automatic Integrators for Amino Acid Analysis 

□ CRS— 30 Digitizing Systems 

□ CRS— 70 Automatic Data Systems for Colorimetric Analysis 

□ CRS— 75S Systems for Sequential Multiple Analysis 

□ CRS— 80 Readout System for Atomic Absorption 

□ CRS— 160 Readout System for Mass Spectrometry 


NAME 

DEPARTMENT MAILST0P 

COMPANY 

STREET 

CITY 

STATE ZIP 

PHONE EXT 


r MR T NELSON 

SCHOOLEYS MTN NJ 07870 
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Tear Off and Return 


NOW an 


digital integrator 


to $2200 


• INSTANTANEOUS ADJUSTMENT during runs for maximum performance 

and the ultimate in meaningful data 


• HIGHEST RELIABILITY advanced mechanical and circuit design 

• SIMPLIFIED OPERATION - PUSH-BUTTON controls 

• WIDEST FLEXIBILITY in readout devices and performance characteristics 


CRS®-208 

The economy plus digital integrator offers 
several uncompromised advantages, including 
threshold level, 0-2 V input range, manual, 
reset, automatic integrate, switch selectable 
count rates, and an unbeatable price. 



CRS-208 Electronic Digital Integrator . . . $2200 

Options: 


Visual Display 

$ 450 

P-10 Printer (10 digits) 

500 

P-10A Printer (10 digits) 

250 

T-3 Teletypewriter 

1100 

Retention Time 

300 

Logarithmic Output 

200 



CRS®-204 

Medium priced digital integrator. Fourth 
generation sophistication has extended flex- 
ibility, confirmed reliability, outstanding 
performance and other unparalleled features. 


CRS-204 Electronic Digital Integrator $4750 

Options: 


Visual Display 

$ 450 

P-10 Printer (10 digits) 

500 

P-11 Printer (11 digits) 

750 

T-3 Teletypewriter 

1100 
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